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2. Metrological Traceability  

Calibration and Measurement Capability (CMC) is a per point 
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4.  Competence 

 Competence: The laboratories or bodies performing one or more steps in the 



Competence and Measurement Error 

Examples of Competency include: 
 
üUsing proper adaptors when calibrating force instruments. 

Improper adaptors can produce errors 10-



Tension Links Potential Error Source 

ÅLoaded without  the proper pin diameter to 50,000 LBF  
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Tension Links Improper Vs Proper  
 Pin Diameter 

Difference of 





Misalignment Demonstrating 0.752 % Error 
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Misalignment on 10,000 LBF S-beam  








